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ABSTRACT 


The processes governing the sierra of an energetic particle 
when it collides with and penetrates a solid surface are exceedingly 
complex. Parameters such as particle type, energy, target material and 
orientation can be well specified and yet it is still extremely difficult 
to accurately predict target behaviour under any given bombardment 
condition. Much, however, can be learned about bombardment processes by 
Studying the behaviour of the trapped particles as they re-evolve from 
the target material at elevated temperatures and a well-defined temp- 
erature-time profile can considerably facilitate evaluation of particle- 


Solid interaction. 


This thesis describes the design and construction of a control 
system for linearly varying the temperature of a solid target as a function 
of time. First, the characteristics of the heating process and of the 
System were investigated. Then the mathematical model of the process was 
derived and used to describe the system behaviour, leading to the design 
and construction of an electro-mechanical controller. The whole system 
was analysed by a frequency response method which indicated that compensation 
was necessary. The compensated system was finally tested and its 


specifications were compared with those previously set. 


The controller was tested by generating post-bombardment de- 
sorption spectra from a stainless steel target which had been previously 


inactivated with both argon and helium ions. In comparing the activation 


notssensqmos tert betsoibnt dotdw borddom senegesy Yonsupa TT 6 yd beeyiens caw 


th 
TIAAT SBA 
sfotiveq otfserans ne to wwotveded sad pnTtinevoR 262259079 ont —— 


yfortbsaaxe ov6 sostyue bilwe 6 astsutersd brs dtiw eabiffoo JT ean 

brs [srrstem tepyad ,ypracs ~ooyt aforiveg 26 fou2.atotansis) .xShqamm 
sfysiteth yfoneetxe Pfligea 2th tay Dns batt trace [fow 2an69 not temngtye 
dnambyeduiod ravip vas vsbay yuotvered teoves Jotbeie yi srs7aaos at - 

vd 2e229007q Snembyaddod fiudde Denisa! sq ns -vevewor owt 01 FMD 
mov? svfova-a1 vats. as 2afotiveg bsgasis oh. +o wotveited ant onibuce 
amet henttsb-ffow 6 bas aavuderoqmad botavela js [statism Jap vas ane 


, p a or . pit Al ae | di ‘ : — 
ttyaa to notteuleve siediftost vidsrebtehoo nbs STTTOW sme -Ssere 


* 


Mortosrsdnt ofFoas e 


fortnon 5 to nortours2znhoo bas nofeob ot eodtvoesh 2fesdy ernt 
nofgaavt 6 26-topyet bifoe 5 to sete yfagnet eat patyysv Ylysenr! vot maeNe | 
aid to bias z2a0cig patised sit to 2zotteiyetosvedo ant eta) .amtst Fa Se 


s6w eeaa01g eit to Tebom faottemedtem ort notT -bataotdzavat s¥swmstevee 
q S be 


eorzab oft of patbss!l .wwotverded meteye edt gdry92ab oF he2u bis bevinat 


majeye ofodw ait .veffortnos fsotnstoan-ovwosts m6 to Gortouysenes bas 


ett brs bedzss yiianit cow meseye betscasqmes SAT .yvezeeaan 


.do2 yfevotverq szont diitw baveqmoo. siow enottssttipeqe. 


sale dmalaes w ie ee 2 ee i 


Lay 0 
Fo, ™ 
pa 


energies for desorption from stainless steel with earlier work, 
discrepancies arise, particularly at the higher temperatures. Deficiencies 
in adequately controlling the target temperature in these earlier 

Studies and different target configurations may account for these 


differences. 
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CHAPTER I 
INTRODUCTION 
1.1 Preliminary Remarks 


In the study of outgassing and surface properties of metals 
and semiconductors an inert gas ion such as helium at different doses and 
energies may be used to bombard the surface producing defects to its atomic 
lattice. The gas atom finally either becomes trapped within the metal 
Or escapes through the surface with reduced kinetic energy |. Post 
bombardment heating of the target” is a useful technique for studying 
the trapping mechanism and location of injected ions. Heating causes 
escape from the trapping configuration, migration to the surface and 
effusion from the target. The desorbed gas pressure measured in the 


system when plotted with time is referred to as a "desorption spectrum". 


Mathematical analysis of the desorption spectra is of a 
reasonably tractable nature, when the surface temperature is a specified 


function of time. The information obtained from the analysis includes:* 


a) the number of the various desorbing phases and the 


population of the individual phases; 


b) the activation energy of desorption of the various 
phases and 

c) the order of the desorption reaction 

Four temperature functions that were used to analyze the 


desorption spectra are’ 
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a) a step function temperature HS a, 


b) a linear temperature increase 


with time (T=T tbt) 


c) a reciprocal temperature decrease 


with time ( += + - bt) 


d) a series of step functions of 


gradually increasing temperature 
[T=T +7 {u(t)-u(t-at) HTo{u(t-at)-u(t-2at) } Macnee 


4 T,fu(t-(n-1)at)} ] 


Generally speaking, thermal inertia associated with the surface 
produces an exponential function of time [T=T,+1'(1-e-*/*)) rather than a 
step function temperature increase. Then analysis of the desorption 


becomes complex and this temperature function is rarely used. 


The linear and reciprocal temperature functions are the most 
widely used functions which will considerably simplify most of the analysis. 
The fourth temperature function is also of some importance and a temperature 
displacement schedule approximating to this function has been employed by 


and Kelly’. It was also used to analyze the desorption 


Burtt et al. 
from a continuum of heterogeneous sites of different desorption energies 
where the linear and reciprocal temperature/time function lead to a 


quantitatively intractable evaluation’. 
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1.2 Mathematical Analysis Background 


P.A. Redhead® has given a detailed analysis of methods for 
determining the activation energy, rate constant and order of reaction 
from the desorption experiments using two heating schedules, i.e. a linear 
and a reciprocal time/temperature variation. In addition G. Carter’ 
describes fully the generality of the numerical technique for the analysis 
of continuous energy spectra and its application to various other 
investigations involving a variety of surface temperature/time schedules. 


Some important results will be quoted here to show the advantages of a 


linear temperature/time function. 


The Maximum Desorption Rate 


The rate of desorption from a unit surface area is 


N(t) = - $2 =v, o” exp (- fr) (1.1) 


desorption rate (molecules /cm-/sec) 


where N = 
O = number of molecules desorbed (molecules/cm*) 
n = the order of the desorption reaction 
Va oe rate constant 
E = the activation energy of desorption (K cal/mole) 
R = gas constant (1.986x1079 K cal/mole °K) 


T = absolute temperature (°K) 
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For a linear change of sample temperature with time (T=T tbt) 
and assuming that E is independent of o, the above equation is solved 
to find the temperature (T,) at which the desorption rate is maximum. 


Then : 


E/RT = (v4/b) exp(-E/R tT) For n = 1 (1.2) 
= (20 v,/b) exp(-E/RT (1.3a) 
pe ie p? bOVneoss 
O.V 
= R= exp(-£/RT,) (1.3b) 


where c= initial surface coverage 


o,= coverage at T 


p p 


For a first order desorption process in which the desorption 
rate depends linearly upon o, i.e. there is no interaction between adsorbed 
molecules in the desorption process, the relation between E and Ty is very 
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nearly linear and, for 10 ~ > v4/o > 10° (oK7!), is given to + 1.5% by 


Vv 
E/RT, = tn ba Bag oe GA (1.4) 


taking the first order rate constant v, = 10!3 secu!, 


Carter derives the temperature at the maximum rate as : 
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5 
In order to obtain the initial site population o,, equation A ed EE 
integrated to give 


iF 


. E 
ASG expl -v, {| exp{ - prt dt] (1.6) 
0 


This is eventually solved as : 


o bE 
dEcombleeey 7 
p Te 


Thus the initial site population Oy can be deduced from the 


maximum rate itself. 


For the second order reaction the rate equation becomes : 
r E (1.8) 
dt ~~ ¥2o expt- pF} ; 


The approximate expression for the maximum desorption rate is 


given as 


It can be seen that the complicated expressions are solved 
and approximated by simpler ones to obtain the required information 
when an appropriate temperature/time function is assumed. It is therefore 


desirable to have a linear temperature/time relation for simplifying the 
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analysis of desorption spectra. Furthermore, the linear temperature/time 
relation will clearly distinguish different peaks on a desorption spectrum 
which will help determine the order of the reaction simply by visual 


akamination >: 


1.3 Objective and Scope of the Thesis 

This thesis describes the design of a controller capable of 
heating a stainless steel sample at a linear rate from room temperature 
(25°C) to the sample melting point with due regard to simplicity and 


economy. The prime requirements are: 


1) Linearity in the temperature range of interest from 


25°C up to 1200°C. 
2) Variable heating rate from 5°C/sec to 25°C/sec. 


The required specifications of the controller may be separated 


into two parts as follows: 
a) Transient response requirements 


In general it is desirable that the transient response be 
sufficiently fast and be sufficiently damped. For a step response from 


25°C up to approximately 1200°C the following quantities are required: 


1) Rise time (t.): The time required for the response to rise 


from 10 to 90% of its final value should be less than 5 sec. 


2) Settling time (t.): The time required for the response to 
decrease to and stay within 2% of its final value should 


be less than 15 sec. 
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3) Maximum overshoot (M,): Maximum overshoot should be less 
than 5% of the input amplitude, i.e., less than 60°C 
which corresponds to a damping ratio of between 0.7 and 


Oe 
b) Steady state response 


The output ramp response of the system should exactly 
follow various input ramp speeds but with constant steady state error 
in temperature. Although no stringent limit on this error is required, 


it should be kept small. 


After designing of the controller, its stability and per- 
formance are investigated, and final specifications are determined. The 
final system is later compensated to obtain the required stable per- 
formance. Results are then presented in the form of linear temperature 
versus time curves. Some desorption spectra obtained by use of these 
linear temperature/time functions are shown to demonstrate the capability 
of the controller. The results are compared with those obtained 


previously. 
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CHAPTER II 


HEATING PROCEDURE AND DETERMINATION OF 
PROCESS TRANSFER FUNCTION 


2.1 Introduction 


In this chapter a suitable heating method is chosen. There- 
after the "plant" is arranged according to this method and the actual 
transfer function of the thermal system is determined. The outline of 


this chapter is as follows: 


Section 2.2 describes the heating procedure together with 


some background information. 


Section 2.3 reviews the previous heating method and the 


results obtained by Burch® 


Section 2.4 describes the ultra high vacuum chamber and shows 


the arrangement of the thermal plant components. 


Section 2.5 considers thermocouple accuracy and choice of 


thermocouple. 


The actual thermocouple used is described in the concluding 
portion of section 2.6 and in the last section (2.7), the actual transfer 


function of the thermal system is determined. 


2.2 Heating Procedure and Background Information 


An electron beam is selected as the heat source to heat the 
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target because of its being almost contamination free and because of its 
extremely high temperature capabilities. Thermionic emission is the 
source of electrons. In principle, energy is imparted to free electrons 
in a thoriated tungsten filament by heating the filament. An increase 
in filament temperature increases electron activity and average velocity 
and enables the electrons to overcome the restraining forces at the 
filament surface and thus escape from the filaments. The emission 

from the filament would therefore depend upon its temperature and its 
work function. The thermionic emission current per unit area of 


emitting surface is given by the Richardson-Dushman equation: 


W b 
J = AT? exp (-,2) = AT® exp (-72) (2.1) 
where J = current density in amperes/cm, 

A = aconstant. For tungsten A = 60.2 amp/cem*-deg. ©, 

uN) = absolute temperature (°K), 

Sanaa work function at absolute zero. For tungsten 

Oe 4.5 ev, 
k = Boltzmann's gas constant = 1,381x107!® erg/°K. 


When a target at a high positive voltage is placed near to 
the filament the potential gradient between the target and the filament 
causes the electrons to move and be accelerated toward the target. The 
target surface will be struck by electrons of high kinetic energy. Most 


electrons will come to rest within the target and most of their kinetic 
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energy will be converted to heat. Secondary emission is also caused 

by the bombardment of electrons. When this happens, the striking 
electrons may knock one or more electrons out of the target material, 
giving rise to a reverse component of current which, in effect, causes 

a part of the kinetic energy of the primary electrons to be lost. 

Thus the heat energy delivered to the target will be reduced. The 
velocity of secondary electrons is for the most part very low and they 
may be attracted back to the target or to nearby materials. All 

metals have a low secondary emission at low primary electron potentials. 
The secondary emission yield (cs) of any material is defined as the 

ratio of the total number of secondaries per primary electron; & reaches 
a maximum value at a certain primary electron potential ED (max)? 
usually perween 200 and 400 voits for most of the metals. Beyond 

ED (max) secondary emission decreases slowly and becomes constant at a 
value between 50 and 95 percent of the maximum value’. For type 304 


Stainless steel (clean) after degassing 6 uo aitsty as 


ae P(max) ~ 500 volts 
i 


and at ED = 1300 volts, 6= 1. At the maximum of secondary emission 

it is believed that the majority of the secondary electrons are liberated 
from a depth of several atoms into the metal. Beyond this potential 

the primaries penetrate still farther into the metal, and the probability 
that electrons knocked out of the atoms at this depth will reach the 
surface decreases, with the result that the secondary emission decreases .° 
Thus it is apparent that high positive target voltage has advantages 


in that it reduces energy loss by secondary emission making target heating 


more efficient. 
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By increasing the filament heating current the number of 
electrons liberated from it may be increased. More total kinetic 
energy is then delivered to the target and its temperature will rise 
accordingly. Therefore,it appears possible to control the temperature 


of the target by varying of the filament current. 


The configuration between the filament and target is like 
that of cathode and plate in the diode vacuum tube. For two parallel 
plane electrodes the space charge saturation current density is given 


by® 


2.335x107° Ere 


J = oy ee Ss Ampere /cmé (252) 
X 


where Ep is potential between electrodes (volts), 


x is distance between electrodes (cm). 


This equation constitutes the Child-Langmuir space charge law. 
When the cathode is a filament instead of a solid cathode, a number of 
effects contribute to making the behaviour different from that with a 
solid cathode. The most important effect is the voltage drop along the 
filament, which may cause considerable divergence from the simple three 
halves power law of plate current versus voltage as expressed by equation 
(2.2). Several correction factors have to be added to this expression® 


to take account of the elongated filament effect. 


For every constant value of cathode to plate voltage there is a 
certain value of cathode temperature (corresponding to a particular 


filament current) beyond which the plate current will remain virtually 
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constant as the cathode temperature is increased further. Under this 
condition the emission is said to be space-charge-limited. The nature 


of this saturation is shown in Fig. 2.1. 


EDA 
a3 
f= 
- 
= p3 
— 
oO 
eB) 
~ 
= b4 


filament current 


Fig. 2.1 Diode plate current as a function of filament current. 


In a small region between zero filament current and that 
corresponding to point A (fig. 2.1) no electrons are emitted by the filament. 
Hence if the plate or target current is to be controlled by varying of 
the filament current, the proper operating region must be the region 
between point A and point B, i.e. in the unsaturated region. In this 


region target electron current is given by® 


Ip =b- e WI (2.3) 


where b,g are constants, 
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I, plate current, 


I. = filament current. 


This expression fits the experimental observations very well. 
Another expression which fairly accurately agrees with the experimental 
results over a portion of the range of I, is 


m 
PS ie I. (2.4) 


where c,m are constants that depend upon the surface area of the emitter. 


This equation is preferred because of its simpler form. 


In heating the target it is more desirable to use filament 
current control rather than target high voltage control because 

a) the quantity of emitted electrons may be controlled more 
directly and easily by only small changes in filament power. The 
effective gain of this process is usually much higher. 

b) The amount of heat delivered can be made high by setting 
the target voltage at a sufficiently high value. The target temperature 
can be controlled from room temperature up to the desired level if 
filament control is used. This is impossible if only the target high 
voltage is varied. 

c) There are many other limitations in varying high voltage, 
7.@., narrow variable range available from the power supply, breakdown, 


danger in operating near high voltage and the complexity in varying and 


a) — 
ia “4 got ¢: = } 
es” yyy ) & 64a 54 
> eoeunes 5 t 
y ' is | rt in & 
ay P +r sry ct) 
| ad ‘a ‘ : ’ MAT SQKS Ot at) ot. 1G 3 ou 
q 
+ c , d iT r a £ a 
AS ’ H leTtawiost ; Nn Ww;ize 5 
~ a ; ~ 24) 
7 nr f ~{ OY ; ~TOYVO Gow 
« a . 
' 
{ 
it 
- = 7 
‘ ~ at 


3 » ‘o mf : me “ ~~ 4 » rtoanae ere at ~ “4 
J = pe iT tied ots nog I jt ye .cie FENG Lew tho e hod - ae 2 
R . : . oh tae — ve 
Tey ? a { re , Cc t eu ia i) ie is ee) ¢ 1 Wis 
f } 5 + y. ¥ 
a oe + } . , 
: € Py ‘ c f at bh LAYS a pn hie: 3 ‘i Ti 
ee fon ie a f, 2eur 
' J f » 905340 Thi “a. j r GTi ISft7 6" ‘Be SEL 
y ‘ 7+ yy > a 5 io f 
~ / 4) it! ATID’ : : tt} uy J tw ta \* 
a i] " . 1 ba & at 
+ i) Up 1 : bs BL J (Bue Vind vd if2as ONE 
= * el? a Sti tary Cam: = 
1st fjoum vifeuey et e2apesa edt tO atep 2 
‘ -~" a 2 nas Tix iT P , 
. j : a So J +i ro JNUUDS 9 : = 


; 
. 4 
a 3 f have } " ; ~ ~~ > ad) wie 4 A > bya ll Avetere d 
; Pay rmTr2s wie oF Gu syUtsISQNST MOOT Met? BSTro snes § 
' 


5 ba 
' pes 
bd , ie Pan ee Pi phitalees ‘ re bs ole oe so +. 
NOTH Feo ws Ber. Pho TT siarecooni ef e¢ A] pseu ef fovdnas snes tt 4 
=| : f 7 


ynem S46 oie (9° 


int priyisy ni encitestmrt +arito 
a : )/ p fa 5 PZ 


| Als ne av? s') c *y aa) : = : a — 4 ae ia , ie - a 
+4" a! 7 q sv] > "J ¥ Tas y Y 7 L ot ‘ q -aa* 5 Ts Vy * 7 afdefrsy WOT x 
; ‘ . ie We : \ 5 : 


= } i 7) Pa. Tt) 


14 
incorporating the high voltage power supply into the control system. 


2.3 Previous Work Review" 


It was determined previously that the specimen heating rate, 
produced by applying a high current directly to the filament and with 1500 
volts applied between filament and target, was approximately linear and 


given by 


Tbs peed ot] 00 (225) 


A deviation from linearity of less than 5% over the temperature 
range 100 to 500°C was assumed. The entire temperature curve was said 
to be more accurately described by 


3 


T' = 1.179x1075t'3-0.388t '24+32.8t'-55 (2.6) 


where t' = t-5 sec , 


T° "= T=30°C. 


The main disadvantages of this procedure are: 

a) the linear temperature-time function derived in equation 
(2.5): is only an approximation for the initial part of the exponential 
temperature rise. The equation (2.6) is not a linear temperature-time 
function and is too complicated. 

b) the heating rate as obtained depends solely on the thermal 


inertias of the filament and the target, on the rate of heat loss from 
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target and filament and on filament radiation to the target. These 

characteristics cannot be varied. It, therefore, becomes more difficult 

to fully analyse desorption spectra for a range of specimens and temperatures. 
c) the temperature-time linearity over the whole temperature 


interval of interest cannot be maintained. 


2.4 Thermal System Configurations 


2.4.1 Ultra-high vacuum chamber 


The design and construction of the ultra-high vacuum system 


and its associated parts have been described in detail earlier’. The 


system was designed for pressures of 1x10 19 torr. The essential part 
is the bakeable type 304 stainless steel experimental chamber six inches 
in diameter by twelve inches long. It incorporates ports at various 
positions to be used for mounting of gauges, mass spectrometer, pumps 
and other temporary instrumentation. Some of the ports are used to 
insert components into the chamber. The volume of the main chamber was 


found to be 8.85 litres. Figure 2.2 represents its cross section 


Showing target, filament, and ion gun arrangement. 


2.4.2 Filament and target arrangement 


The filament was made from fifteen turns of 0.010 inch 
thoriated tungsten wire wound into a coil of about 1.6 mm diameter and 
enclosed in a stainless steel box of width 1.8 cm per side. One open 
Side faced the target and was approximately 1 cm away from it. The 


reason for using thick wire is to enable it to withstand the erosion 
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caused by evaporation and by positive ion bombardment at energies 
corresponding to the high target potential. The positive ions referred 
to have their origin in residual gases in the chamber and from the 
target itself. Another advantage is that a thicker filament would be 
less likely to fracture through brittleness caused by crystallization 
at high temperatures. Outside the box each tungsten wire was wound 
together with a heavy stranded copper wire protected by ceramic tubes 


and passed through a hole made in the bottom side of the box. 


The wires were extended and clamped to a two-lead, high 

current feedthrough. The aforementioned structure was supported by a 
Stainless steel rod of approximately 0.15 cm in diameter as shown in 
Fig. 2.2. The box was electrically connected to a copper feedthrough 
by means of a stainless steel supporting rod and placed-parallel to the 
back of the target. This arrangement fixed the stainless steel box 
essentially at the same potential as the enclosed filament. Hence, the 
electron beam could be more uniformly focused towards the target and 


the temperature gradient across the target could be minimized. 


The target used was a square plate of type 304 stainless 
steel approximately 1.5 cm x 1.5 cm x 0.056 cm. A 0.2 cm diameter stain- 
less steel supporting rod was carefully spot welded to the edge of the 
target to minimize heat conduction losses while the other end of the 
Supporting rod was attached to a Kovar feedthrough. This target support 
system also acted as a ground return lead for the electron bombardment 


beam. 


: 
‘ 4 ¢ - 
f ans é 1 | ) MQ Svr71Teog ¥G bits MG SR UIs ia 
énn-+aenes doin ony: od bro 
Lsrinetog Tepi6y uprh Sho ft aes 
. a 5 
, ar t 4 
< + wh epesp [subresy ar arpryo ifs 
as ; . j A f " - 
: (erty 5 PnSevbs : iP) ioe 
‘ a + | 
: t } ome ; 1 rT? ry "9 ' * +" iu ut q : 
MWIUsy AOS cod SZ 9D wy e2Inu2 no 
br t 44 yn ¢ 5 et g 
i "* yy ‘ i , } < | vi y e 
{ t { ve, nnwo i+ + 9228q 
a Hiay 3 t ' 
fsuv7e honor Asneiers 9 es 
, ha H n .T 2 
:) 3 mi Wo ¢ wd fON Go TC ry oo 
4 
ny ri 7 fx ‘ r 
owen is bat (isokwosts zéw xod mT . 
; 4 H 2 <dé€ {a1 bl¢ ; 
- * 
. a $84 i, P 
i 4 i ; i eri -I3D 169 bt 
“ 
, 4 - ++ 4 ¢ 
’ AL nsJOq- Siwke SNF 3H YI 
i ’ } i 1 phi it | i 4 : be EA" a The 1 
Si ATL = % if j i? Peatwss +4 ry VR 4D 
a ) be 
t > f he t Qav't% ai 
e LOS r : 7. thf } 3 ji 5 2ew oda 3 art St on} 
i 3 r * a ay 
. v a on : Ar ; ' 7 ~~ o as ie Macks ssl 
-rgi2 yoTsonerp FO &.v / fio 020.0 * MS C.t “D> Cal yi ST EMT XG NAGE [s J 
. : or 
Y a ‘ 
: bs 4 ia a thaw aon J ser 5 ae ' 
arg TO Spos S nia OT ae “J Jog2 van ks 1B 2éw bet PALI TOSgue [ 9¢ te “ i: 
a. 7 ; 
— 7 


to bas 4gfo add ofitiw 2se20! nyt soubned dead astminin od —— 


sve 1 & of bettogate 260 ber prt iti 2 


18 


2.5 Thermocouple Accuracy Considerations 


The only practical and possible way to measure the target 
surface temperature is to use a thermocouple. This method has the 
disadvantage that with the target and sensor at high voltage some portion 
of the instrumentation associated with the sensor must be at high 


voltage. Breakdown, leakage, safety and convenience become problems. 


Two types of thermocouple material were considered for the 
application, type R-Platinum/13% Rhodium (+) versus Platinum (-) and 
type K-Chromel (+) Alumel (-). It was found that at a pressure of 


10° 


torr,a type R thermocouple made of fine wire (.002 inch in diameter) 
could not be used because at temperatures greater than 500°C the 
thermocouple emf would drift negatively followed by mechanical failure 
of the platinum wire at a point near the target where the temperature 


gradient was highest. 


At this high vacuum, the high temperatures caused excessive 
grain growth? which rendered the platinum susceptible to contamination 
thus causing negative drifts in calibration and also resulted in 
mechanical failure of the platinum element. Negative calibration shifts 
may also be caused by diffusion of rhodium from the alloy wire into the 
platinum, or by volatilization of rhodium from the alloy. A type K 
thermocouple (0.025 inch in diameter) gave satisfactory results at the 
pressure range of 107° torr but the heat loss to the thermocouple was 


high and its larger diameter reduced the sensitivity and accuracy. 
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Neither thermocouple is recommended for long term use in a vacuum because 
of preferential volatilization of the constituent metals in the 
thermocouple and diffusion of impurities from the sample and insulators 


9,10 


near the thermocouple Thermal cycling is also one potential cause 


of errors 9, The trouble was traced to precipitated impurities in the 
wire. Yet another possible cause of error is the presence of inhomogeneities 
in the wire !? in a region where there is a temperature gradient. The 
inhomogeneities may be present in the wire as received, or may result from 
contamination of the couple by sample or electrode material when 

welding, by diffusion of the sample material into the couple at high 
temperatures, or by cold work in bending or stretching. In general it 
would be expected that a fine thermocouple wire would be more susceptible 
to errors from inhomogeneities than a larger diameter wire because for 

a given size impurities will occupy a larger proportion of the cross 
sectional area of the wire and there is a lowered probability of averaging 
by pure metal that bridges the impurity 2, A second disadvantage of 

fine wire, particularly in the absence of a thermocouple protection tube, 
is that its high surface to volume ratio results in a very sharp 
temperature gradient due to radiation from the wire at the worst possible 
place near the weld. The high temperature gradient of the fine wire 


can lead to the mechanical failure of the wire. 


Due to the complicated structure of the vacuum chamber and 
the requirement that the system must be vacuum tight the reference junction 
of the thermocouple had to be left at a point inside the stainless steel 


chamber distant from, and much cooler than the target. The junction temp- 
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erature was determined from a thermistor bridge reading. Actual 
calibration of the thermocouple under the conditions of use was found 


to be impractical. 


On the basis of the preceding facts, one can see that it is 
not possible to claim any high accuracy with this type of temperature 
measurement, Since its accuracy always becomes degraded by conditions 
of use. Since no other suitable method of temperature measurement is 
available, a thermocouple must be used. To obtain reasonable accuracy 
despite the disadvantages mentioned, measuring instruments must be 
carefully aligned, leads must be carefully dressed, and manufacturer's 


emf data must be used. 


2.6 Final Thermocouple 


Despite the disadvantages of fine thermocouple wire it is 
desirable to use aS small a wire diameter as possible in this application 
to minimize heat loss. Such losses cause nonuniformity of temperature 
across the target and slow transient response. At the same time the Pt. 
wire should be thick enough to avoid the aforementioned mechanical 
failure and withstand small leakage currents passing through it accidentally. 
For the same reason, no thermocouple insulator tubes should touch the 


sample in the immediate vicinity of the spot measured. 


The final system incorporated a Pt/Pt-13% Rh (type R) thermo- 
couple with manufacturer's characteristic as shown in Fig. 2.3. Each 
side was made of five 0.002 inch wires wound together and welded near to the 


centre of the rear of the target, i.e. facing the ion gun. The ceramic 
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tubes attached to the supporting rod of the target were used to protect 
and carry the wires to an 8-pin Kovar feedthrough where the reference 
junction was formed. This Kovar feedthrough conducted the thermocouple 


emf out of the chamber. 


The temperature of the reference junction was measured by 
placing a small glass coated Fenwal thermistor GASIL3 specially designed 
for precision temperature measurement, near to the junction, and connected 
to the outside bridge circuit by two Kovar feedthroughs. The resistance 


bridge circuit is shown in Fig. 2.4 


QV 


thermistor GA51L3 
1O00K+1% @ 25°C 


Fig. 2.4 Thermistor bridge circuit. 
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2.7 Mathematical Modelling of the Heating Process 
2.7.1 Energy balance equations and the behaviour of the process 


The target is heated by the transformed kinetic energy of 
electrons striking its surface and by radiation heat directly from 
the filament. Heat is lost from the target by conduction through the 
target supporting system, and by radiant energy loss from its surface 
to the enclosed chamber. Because the target temperature is much lower 
than the filament temperature no heat is radiated from the target back 


to the filament. 


Consider the target supporting system as a homogeneous material 
with uniform cross sectional area A and length x. The temperature 
difference between both ends is ale) where T is the target temperature, 


At is the ambient temperature. The heat loss by conduction through 


this rod is 
= 2 a Sat 

q. = G(T Teh) k ; Gh te) (2.7) 
where 

Oks heat flow rate in watts 

G. = thermal conductance of the supporting system in 

watts/°C, 
k = thermal conductivity of the material in watts/cm°C. 


For type 304 stainless steel k = .1627, 
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of Stefan-Boltzmann law 


where 
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ht are in degrees Kelvin. 


Radiant heat loss from the target surface is expressed by use 


eke aoe 


50 radiant energy loss from the target in watts, 


o = universal constant = 5 73e10 8 watt/(cm*.° K*) 

A. = emitting area of the target in cm’, 

F,_(= Shape factor between the target and the chamber 
surfaces, 


te, = emissivity of the target because the target is 


completely enclosed and small compared with the enclosing chamber. 


For type 304 stainless steel ore 0.44, 


where 


Ut are the temperatures in degrees Kelvin. 


The energy balance of the target is given by the equation 

4 _4 d 
+ ge = G.(T-T,) +o Aye, (T-T2) + mc F . (2.9) 
dp = the radiated heat from the filament, 


dp = the kinetic energy converted to heat by electron 


bombardment, 


«Sree 1% pAs mort fast pedetber sag = : 
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M,C = mass and specific heat of the target respectively. 


If the filament carries a current of I, amperes creating a 


voltage drop of Ve volts, the power input is Vele. This will cause the 


temperature of the filament to increase until equilibrium is reached 


and the heat generated becomes equal to the heat lost. Because the 


filament is a slender wire, little heat is conducted away by the leads 


and because of the high vacuum, negligible heat convection is possible. 


Most of the energy loss is by radiation. 


The energy radiated per unit time depends only on the 


filament absolute temperature and is expressed by the Stefan-Boltzmann 


1 


where 


ates te. 


4 4, 4 
P = Vel = oA ce cl ¢ (2.10) 
As = emitting area of the filament 


the total radiation emissivity. For pure tungsten 
at the normal operating temperature range of 2000-2500°K, 
ies 0.260 - 0.301 respectively. 


Te = filament temperature in °K. 


If the filament is considered as a radiant heat source having 


very small area and spherically radiating heat with constant intensity 


in all directions, then, from the filament and target configurations 


described earlier, the target area will roughly subtend a solid angle 
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a steradian or less. This solid angle is equal to z of the solid 


angle subtended by a sphere, measured at the center. Because ede: no 
heat is reflected from the target to the filament. Therefore, the 


mean value of radiated heat absorbed on the target surface is 


Ve I, or less (2.11) 


o|— 


seb 


At higher target temperatures, the filament is operated 


at I, = 3 amperes, Ve = 8 volts. Therefore, 
] % 
p = G x 24 = 4 watts. 


The amount of electron bombardment heat is 


Qe > ED Ip watts (Zale) 


where ED high voltage applied between the filament and target. 
A suitable value for ED is 1800 volts. 


Ip = electron bombarding current. 


The value of I, corresponding to the previous value of I. is 


approximately 45 mA, therefore, 


1800x45x1072 


We 


81 watts. 
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Hence dp = 20 qp at I, = 3 amperes. 


The radiant heat occurs immediately when power is applied 
to the filament and before the electron bombarding heat begins. It is 
likely that this effect helps eliminate the insensitive region before 
point A as shown in Fig. 2.1. The amount of heat radiated depends on 
the power input to the filament which is rather low and constant. This 
can be explained by looking at the emission equation (2.1). The 
exponential term accounts for most of the variation of emission with 
temperature. In the case of tungsten at 2500°K a 1% change in temperature 
changes the 7 term by 2% but changes the exponential term by 20%. 
This causes the emission-temperature function to be a very rapidly varying 
function. The power applied to the filament is therefore changed 


only slightly for a large change in electron emission current. 


At a target temperature of T = 1300°K the radiant heat loss 


can be estimated from equation (2.8) 


[Re 8 


Gq, = 5.73x10 °° x2x2.25x0.44x(28561-81)x10 


I 


32.4 watts. 


By estimating the effective dimensions of the supporting 


cm, the thermal conductance is 


Zz 
rod as being 2 = 5cm, A = n(Pet) 


2 


6. = 0.16270 (924) ‘ 57 1.47x107 


3 watt/°C 
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Hence the conduction heat loss is 


3 


1.47x10 ~x1000 


te) 
i} 


1.47 watts 


which is only 4.35% of the total heat loss. 


If this conduction heat loss is neglected the thermal 


energy balance equation (2.9) is reduced to 


pene 4 _4 dT 
Qptde = oA,e,(T -T,) + MC ae (2eis) 


At steady state & is zero and the temperature of the target 


is 


4 
F OptaptoA,e,T 1/4 


u (2.14) 
h oA e, 
During the cooling period the thermal energy balance is 
4 4 dT 
Ae], = oA,e,T + MC at (215) 


Equilibrium temperature is 
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2 t*tia s 
Ly i. oA,e, ) es (2.16) 


Equation (2.13) can be rearranged as 


eee Ce ee ST (2.17) 
an(1~ att rh) 
A Ay 

where Q) = QptactoA,e,T.. (2.18) 


Equation (2.17) is integrated from ambient temperature Ls 


up to any temperature T as follows: 


MC 
si Sg po ata tl Al (2.19) 
| aeey 4 


The right hand side integrand can be evaluated by a conventional 


method and the exact result is 


MC 1, T: ath aki 
t = ——--,- T. (are tam - arc tan—2 ) + =" (an wah gn h a) 
q h T T 2 eet T,-T 
26A.¢é.1 h h h hoa 
Grverh 
(2.20) 


A simplified form of this solution obtained by knowing the 


nature of this problem is!! 
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i 8 ) e (2.21) 


In the same manner the simplified expression for the cooling 


process iS 


“t/t, 
De ee ee. = (2e72) 
A 3 
where ee MC/40A,€,T), (eige) 
IMCS AGR eT? (2.24) 
Cc tetra : 


The temperature at the beginning of the cooling 


process. 


It is obvious that the time constant of the heating process 
as defined by equation (2.23) is inversely proportional to the final 
temperature, or in other words, to the amount of heat input. Either the 
heating or the cooling process cannot actually be described by single 


time constants. 


For the purpose of design, all processes have to be linearized 
so that linear analysis can be applied. In the final design, adjustment 
of system parameters is necessary because the system cannot be described 


accurately in linear terms. 


2.7.2 Linearization and representation of the process. 


Equation (2.13) is expanded as 
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e Bae, dT 
Onde = Apes (T +7, )(T+T,)(T-T,) + MC oe (2.25) 
Let 
Pee tPTo Niet.) = -.G.(T) 
Cet a a t 
Assume a mean value of T = T which is constant. Then, 
G(T) = G, is constant. Also let Q = Gptde = heat flow input. Hence 
- &(T- dT 
2 its SL Ug AL (2.26) 


Rearranging and Laplace transforming this equation yields 


ThG eee Ls = 0 + GT 
t G tea 
t 
7 
] a 
T=Q . 
Gece) le ae 
c iG 
t t 
Ly 
G 1s 
eG tSt] ‘ tSt] (2.27) 
where. 7. = es a time constant. 
G 
LE 


Both Qp and dp are functions of power input to the filament 


(12R,) and vary in the same direction. Each amount may be approximated 


to be directly proportional to I, within its operating range. Therefore, 
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where A,B are linearized gains at steady state, 
Te is the heating time constant of the filament. 


From the previous discussions it is clear that Op is rather 


constant and less than qe: Then A < B. 


The linearized heating process as described by equations (2.27), 


(2.28) and (2.29) can now be represented by the block diagram in Fig. 2.5 


Fig. 2.5 Block diagram of the heating process 


a3 


This figure also includes a transport delay "a" resulting 
from the physical separation between the heated surface and the thermo- 


couple junction. The electrical analog network !2 is shown in Fig. 2.6 


transport 
delay 


R / 1/G 


Fig. 2.6 Electrical analog network of the heating process. 


From the behaviour of the thermal system, it was found that 
heating of the target required a considerably longer time than heating 


of the filament. Therefore from Fig. 2.6 


- ~ 
{ 
' ; , 4 “ } a phys] ‘ oy" i et 
~ 4 - ; 
t j ; . oral — ‘ g : a {er} 
i SRS qg iM ) ? ue as 
| 
wy nolens ~y * ora | - f } , « 
i i ny WOT BITS 2: +) ° 
| 
\ 
: * * 
fOGCRS TT 
r % 
: i red a 
} -. 
- ‘ SS n / ieee ; 
. 7 : q t 
: ‘ , 7 j i] - 
a : i 
' =a < fi 
. - ’ 
a i % » 4 
; ¥y f 4 ~— j 
8 - i : i. ‘ a 
' : 
j j A Nene cecinoreniiar 5 
7 
H > , } ; 
ee a ene ee ae mw = 
, 
si = tan wA 7. rs «TZ a ¢ 
iJ mh 6 Wy Myi BIS [éo7 ID ia Gea 


mateye Ssoadt oft to qwotveted ahd mort 

: + — s . ” F "6, pee y a : 

enisser nsds omiy vsprol yldarsbfenoo 6 berhipey deprar oa3 Yo Entsaam 
: Ni 

pha mot svotevedT .tnamel tt 


34 


The dominant time constant of the thermal system is there- 
fore RC, and the response to a step input will be largely affected by 


this time constant. 


2.7.3 Approximation of the transfer function of the process 
a) Heating 


The transfer function of the process was estimated from a 
step response curve obtained by applying a step of input current to the 
filament and then recording the thermocouple emf output versus time by 
means of a Moseley Autograf Model 2D X-Y recorder. The responses for 
step filament current inputs between 3 - 4 amperes are shown in Fig. 2.7. 


The high voltage ED was set at 1800 volts. 


For the purpose of analysis of the step response curve, the 
filament current in the operating region was found to lie in the range 
between 2 - 3.5 amperes and mostly at 3-3.4 amperes. The step response 
for I. at 3.4 amperes was selected as the most representative one in 


the whole controlled temperature range. 


With C(t) as the exponential output response of the thermal 
system, the logarithm of |C(t)-C(~)| / |C(0)-C(~)| was plotted versus t 


the resulting plot (curve I of Fig. 2.8) behaves 


as shown in Fig. 2.8 
asymptotically as the straight line II with slope = .0438 and ordinate 
2.2 at the origin. The nonlinearity in the first time interval shows 
that this thermal system is not a simple first order one but chat it 


can be considered as such to a first approximation. 
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2.8 Plotted curves for the determination of poles of the system. 
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For a first order system the transfer function is 
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(2.34) 


(2.34) 


This is the equation of the straight line II. This yields’ 


~ 09 © - signe = - .0438. 
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Normalized response % 


0 10 20 30 40 50 60 
Time (seconds) 


Figen 43 


Plot of curves I, II, III in linear scale. 


39 


This means that the function C(t) behaves asymptotically as 


2.2 t/10.1 . 2.207 099t | 
The chosen normalized step response = c(t) was redrawn 
in Fig. 2.9 together with the variation of the function 1 Bye oe 


which was asymptotic to normalized c(t). 


Next the logarithm of the difference between curves I and II 
| 


[ 
or log Chey - (1-2.2e EEANY 


curve through those points was approximated as a straight line as shown 


was plotted against time. The average 


by curve III in Fig. 2.8. The deviation of points from the straight 
line may be caused by the nonlineariy of the system itself, or by in- 
accuracy in the procedure which relies entirely on the accuracy and the 


measurement of the step response C(t). 


Curve III has an ordinate at 1.2 which corresponds to a time 


constant of 5.5 secs. The straight line then represents the exponential 


function 1.20 7t/9-5 = 1.297: 182t_ 


Hence the approximate expression for the unit step response 


OR 
C(t) = K(1-2.20 7° 999% + 1,297 182t) (2.35) 
wey laentee ie 
and that for C(s) = K(< - S+.099 * sta ? 


_ K(-.00014s + .018 
; See ae tet (2.36) 
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The negative numerator coefficient of s corresponds to a 
positive zero in the s plane; it should be neglected because its co- 
efficient is much smaller than .018 and it is unlikely that this thermal 
system will have an unstable zero. This term, again, might arise 


from the inaccuracy in the procedure. 


Thus the approximate normalized transfer function becomes: 


G(s) _ __.018 
k (s¥.099) (s+. 182) (2.37) 


Once more it should be recalled that the position of the 
first pole is the more reliable one while that of the second pole is 
just an approximation of the combined effects of nonlinearities and the 


other pole contributed by the filament. 


Theoretically the method so far described is applicable to 
a periodic system of any order but its use becomes inaccurate and unwieldy 
for higher order systems. In this thermal system the previous method 
cannot be relied upon to give more accurate results if additional poles 


are extracted from the step response. 


b) Cooling 
The equivalent eiectrical analog for cooling of the target 


can be drawn as in Fig. 2.10. Since the heat source is absent, the 
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Fig. 2.10 


Electrical analog for cooling process of the target. 


current source Q must be disconnected and the previously charged C, will 
discharge through Re only. The linearized expression for cooling is 


simply an exponential decay asymptotic to the final temperature: 


rs * -t/t 
T= Of is + if (2.38) 
where A is the initial temperature at t = 0 
iP = final (ambient) temperature 


T time constant 


The time constant t can be determined directly from the recorded 


cooling curve by drawing a tangent line at t = 0. 


This line will intersect the ambient temperature line at t = T 
as shown in Fig. 2.11. From measurement the average T is 12.38 sec. 
The dominant pole therefore is at s = -.081 in the complex plane. This 
value shows close agreement(within the experimental error)with the value 


of the first pole in equation 2.37 . The most probable value was chosen 
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To 
Temperatur 
Y, 
0 12:38 = 7 Time 
Eigseccul 
Cooling curve of the target 
(arbitrary scale). 

as s = -.09. 


c) Steady state gain 


To find the steady state gain between the unit step input 
current I. and the output temperature T, Fig. 2.5 is analysed. If 


I, = ] ampere is applied to the filament, the steady state temperature 


will be 
Releange 
: A+B G ] 
T(te-) = T. + lim s. ——-.. — = (2.39) 
Be t,St] 1 +1 S 
= T_ + (A+B) R (2.40) 


where R. = 1/G,. 
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Therefore the steady state gain (AtB)R, = T(t>~)-T.. 


If the final temperature is measured and the ambient temperature is 
T(tos)-T 
known then the steady state gain a5 goer gL any value of I, can 
f 
be calculated. If it is assumed that the thermocouple emf is directly 


proportional to the difference between target and ambient temperatures, 


i.e. 
T(t)-T, = k Vey (t) (2.81) 


where Ve p(t) is thermocouple emf (mV) at time t, 


and k is a constant, 
KV (t+) 
then (A+B)R, = —=——— . (2.42) 
18 I, 


Hence the steady state state gain between Ven and I, can be 


found as: 


th etdag | (2.43) 


This steady state gain can change depending upon I, because 
of the nonlinear relationship between bombarding electron current, radiant 
heat and the filament current. The transfer function of the thermal 


system can be rewritten as 
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ee AASB)RE PeOIbDoaces 
Te . s+.09)(st+.18 (2.44) 


To find the steady state gain between the filament current 
in amperes and the thermocouple emf in millivolts, different inputs I, 
were applied to the filament. Ven was then recorded in each case after 
the transients had died out (t>5r). One problem inherent in these 
measurements was that the thermocouple emf dropped down gradually as the time 
increased. This created large errors in measuring the steady state 
temperature. The effect was evident when high filament current was used. 
This phenomenon is likely caused by: 

1) The increase in reference junction temperature due to 
heat radiated and conducted from the process. 


2) Secondary electrons and positive ions being released from 


the target more rapidly at high temperatures. 


The second cause listed above was evident from the gradual 
decrease in electron bombarding current as measured over a long time 
interval. Working at low current and taking data only once in a long 
time could reduce this error especially with respect to the first cause. 


A decrease in the electron current, however seemed unavoidable. 


The relationship between the electron current and the filament 


current as given by equation 2.4 is rewritten as 
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leant Bi (2.4) 


If each electron that comes to rest in the target delivers 
equal energy to the target and all its kinetic energy is completely 
converted to heat, then the power converted to heat equals: 


n 
d= lEply = aEp! (2.45) 


Pot 
An equilibrium state will be established when the rate of 
heat input equals the rate of heat loss. Let Se be the net amount of 
heat (in joules) delivered to the target to raise its temperature from 


Ty to le at steady state. Thus, the increase in temperature is 


Q b(aE,I,") t 
- Eran a Hee S 0 
where b < 1 because of heat loss, 


t. = settling time which is assumed to be constant, 


M,C = mass and specific heat of the target. 


Equation 2.46 can be reduced to 
n 
AT = a E,I (2.47) 


where a = eer a constant. 
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Equation 2.41 is rewritten as 


If Ep is kept constant, then the thermocouple emf (Vi) and 


the filament current (I,) are related in a simple manner by 


(2.48) 


en(te) is in mV, 


I. is in amperes, 


where V 


8 iS a constant. 


Taking the logarithm of both sides of (2.48) gives 
log Ven (tg) = log 8 + n log I, (2.49) 


It is expected that a log - log plot between Ve p(t) and I ¢ 
Should be a straight line with slope n and ordinate 8. However, the 
nonlinear effects from radiant heat and from the electron bombarding 
process itself will cause deviation from the linear relationship as obtained 
by (2.49). The resulting plots of data presented in Fig. 2.12 show that 


this nonlinearity is large for low values of I,. All points have to be 
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averaged by the straight line I. 


The other set of data obtained from repeating the same procedure 
as discussed above was plotted as the straight line II to show the effect 
of deteriorated emissivity of the filament. This is because thorium can 
be completely evaporated from the tungsten filament after a few heating 


cycles at currents of more than 3.5 amperes over extended periods of time. 


The straight line I has an ordinate at .25 and a slope of 


tan 72.3° = 3.72. Hence, from equation 2.48 
GO Ua eae (2.50) 


where V,, is in millivolts and I, is in amperes. 


th 
The initial data of Vi pt)» I, and those calculated from 
equation 2.50 were plotted in Fig. 2.13. These two curves show good 


agreement between measured and calculated values. 


The block diagram representing the thermal system can be 


drawn as in Fig. 2.14. 


As mentioned earlier, the nominal operating values of I, lie 
between 2-3.5 amperes. This region of the curve shown in Fig. 2.13 can 
be approximated as a straight line having slope rise = eee = 6.53 


mV/amp. Therefore, the transfer function can be simplified to 


th _ .106'e °° 
Tp (st.09)(s#.18) (2.51) 
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Fig. 2.14 


The time delay “a" mentioned previously is also inserted in 


the final equation (2.51) to complete the transfer function but cannot 


be determined by the previous method. The frequency response method, 


which includes this effect, will be used to analyse the system as 


discussed in Chapter IV. 
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CHAPTER III 
CONSTRUCTION OF CONTROL SYSTEM 
3.1 Introduction 


This chapter will describe the proposed electron bombardment 
control system. Details of control circuits and other system components 
are given. The transfer function of the control circuits are estimated 


and later the block diagram of the complete system is drawn. 


Section 3.2 presents the schematic diagram of the proposed 


control system. 


Section 3.3 determines the type of the required controller for 


the application. 
Section 3.4 describes the control circuit details. 


Section 3.5 estimates the form of the transfer function of 


the control circuits. 


In section 3.6, the block diagram form of the complete control 


System is given. 


3.2 Schematic Diagram of the Control System 


A control system was constructed to control the filament current 
for the purpose of heating the target in a linear manner as required. 


The simplified schematic diagram is shown in Fig. 3.1. 
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The potential difference between the target and the filament 
must be maintained at about 2 KV. Since the control system must supply 
AC power to the filament in response to thermocouple measurement of 
target temperature, high voltage isolation of parts of the control 
system is required. To eliminate the difficulties of floating the entire 
control system, the positive side of the high voltage supply was 
grounded and the filament power supply at the negative side was floated. 
This offers potential advantages as follows: 

a) Safety and convenience of using and adjusting the control 
system. 

b) Elimination of inaccuracy and difficulties resulting from 
electrical breakdown or leakage. 

c) A reduction in the number of interfaces between high and 


low voltage elements. 


3.3 Type of Controller 


The transfer function of the thermal system as determined can 
: b e -as 
be written as et OO; (et. 12 where a and b are constants. The control 


System may also be simplified and redrawn as in Fig. 3.2. 


If the controller is a proportional controller having gain K, 
the steady state error of the output temperature with a unit ramp input 


is given by 


e.. = lim : lie (3.1) 
SS 1+G(s)H(s) 5° : 
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oe) 
= lim 5 ee eas yi. 
a (s+.09) (st. 18) 


a is le ye 


Simplified diagram of control system. 


which becomes infinite when the time increases. Generally speaking, 

if the controller does not include a free integrator to contribute at 

least one pole at the origin, the output temperature of the element will 

not change linearly with time but will gradually deviate from the ramp 

function input. The controller must, therefore, contain a free integrator 
] 


with transfer function 5 50 that the system will be at least type one 


and its output can follow a ramp input with a finite error. In this 
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thermal system a Straight integral controller only is not applicable 
because the system will become unstable even at very low gains. The 
S-plane locations of the closed-loop poles of this system with an 
integral controller included are very close to the imaginary axis. 

Their locations change depending on the value of the loop gain K. By 
Slightly increasing gain K, two closed loop poles of the system will move 
into the right half s plane and the transient response to a constant 
magnitude input will increase monotonically or oscillate with increasing 
amplitude. Such a system is unstable. The stability of a linear system 
is a property of the system itself and does not depend on the input or 


driving function of the system. 


To increase the stability and improve the response of 
the system it is desirable to modify the controller to a proportional 
plus integral type having the transfer function Kp (1+ = where Kp and 
7 are gain constants called proportional gain and Picentat gain re- 
sa ci¢ey) This controller will create a negative real axis zero 
having a position determined by the value of Ts. The presence of a 
negative real axis zero will pull the locus of the poles towards itself; 
hence, the system will be more stable over a wide range of gains Kp. 
However, the actual system may be more complex and have additional poles 
from other components in the control loop. To obtain enough stability 
the loop gain may have to be carefully adjusted. If the system per- 


formance is not satisfactory after the adjustment of gains, compensation 


networks or derivative gain may have to be included. 
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The following section will deal with the details of the 
control circuits to obtain the proportional plus integral control action 
of the filament current as outlined in Fig. 3.1. Approximate transfer 


functions of various parts are also given. 
3.4 Circuit Details 


Economy, simplicity and reliability were guiding considerations 


in the construction of this control system. 


3.4.1 Ramp function generator 


Several dc amplifier circuits comprising a typical operational 
amplifier yA709 modified with a FET differential input stage using two 
FET's 2N3819 which had very similar characteristics were built and used 
as an integrator with a gain of 1/RCs of about .02/s.The results were 
not satisfactory however, because the gate bias current was very high 
producing high rate drifts which were non-adjustable. This also made 
the circuit insensitive to small inputs. To avoid these drift problems, 
a mechanical integrator was built by connecting a 10 turn Helipot 
precision potentiometer (having a resistance of 10K + 3% and a linearity 
tolerance of only 0.250%) across a low voltage source and rotating this 
potentiometer by means of a small Rustrak synchronous motor at a constant 


speed of 2 rpm. The complete circuit is shown in Fig. 3.3. 


3.4.2 Comparator 


Many problems may be eliminated if the comparator is a 


bridge circuit having the prescribed ramp voltage generator as one side 
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upper limit adjust 


output ramp 
function 


lower limit adjust 


FIGws.3 

Ramp function generator. 
of a bridge circuit and a linear precision potentiometer rotating precisely 
according to the output signal as the other side. The error voltage can 
then be taken from the two sliders of the potentiometers. An available 
Electronik 16 Lab Recorder from Honeywell had an accuracy of + ie of full 
scale, a dead band of 0.1% of span and a travel speed of only 0.2 sec for 
full scale deflection. The above metioned scheme was implemented satisfactoril) 


by attaching a 1 turn, 10K Helipot precision potentiometer (having linear 


tolerance of .150% and resistance tolerance of 1%) to the rotating pen 
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Shaft of the recorder and by connecting the two potentiometers together 


as shown in Fig. 3.4. 


reference output 
: Signal by 

Input y d 
R recorder 


-V- error 
Signal 


ll G..ce3.24, 


Comparing bridge rent. 

A self contained precision bridge circuit capable of comparing 
the input ramp function with the desired output signal was thus formed. 
The position of the slider of the right arm of the bridge was determined 
by the controlled temperature of the target when the input to the recorder 
was the thermocouple emf. The full scale input of the recorder was about 
3.4 mV and a potentiometer had to be used to attenuate the maximum 
thermocouple emf down to this value. By varying this attenuation the 


maximum controlled temperature and the speed of temperature sweep could 
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also be varied. The speed of the temperature sweep, however, could only 


be increased, i.e., the sweeping period would be 5 minutes or less. 


This procedure is shown in Fig. 3.5. 


20K, 10 turn Helipot 
recorder 


thermocouple 
electrometer 


digital voltmeter 


Fag. 3:5 


Instrument setup for measuring and attenuating thermocouple emf. 


The Keithley Model 600B Electrometer has excellent zero stability 
and was used as both a thermocouple emf indicator and as a unity gain 
buffer amplifier. Its zero drift was less than 2 millvolts per 24 hours, 
less than 200 microvolts per °C, after 30 minutes warm up. The input 


impedance was greater than 10/4 ohms and the output impedance was 910 ohms. 
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Thus, the electrometer could be used as an isolation amplifier to isolate 
the thermocouple from the rest of the circuit. A 20K _ 10 turn Helipot 
potentiometer was placed in series with the recorder to attenuate the 
thermocouple emf down to less than 3.4 millivolts at the input of the 
recorder. A digital multimeter, DANA Model 3800 was also connected 
across the output of the electrometer to facilitate reading of the 


thermocouple emf. 


The attenuating potentiometer inserted in the position as 
shown was found to be the simplest and most efficient method of 
attenuating when the arrangement of the recorder input network is 


considered (Fig. 3.6). 


Constant 
Voltage 
Circuit 


input 


of circuit 


Fig. 3.6 


Input network of the recorder. 
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3.4.3 The proportional plus integral controller 


The integral gain may be varied manually by changing 7 to 
K i 


= where K is a variable gain. The required transfer function of the 


i K 
controller is then changed to =. + Ko. This was simulated as shown 
j 
5 Pee a eas a 


PVG oS o7 


K 
Simulation of the transfer function ot K,. 
j 
The circuit details of each function are as follows. 


a) Amplifiers of gains - K, and K, 


These are two temperature controlled differential dc amplifiers 


15, 16 


having high gains (-K) sK5) and very low drifts. In this technique, a 
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monolithic transistor pair (wA726) is stabilized at a temperature above 
ambient by an integrated circuit heater. As the ambient temperature 
changes, the power fed to the heater is changed to maintain the temp- 
erature of the differential pair at a constant level. Since the temp- 
erature of the differential pair does not change appreciably the effective 
input voltage drift is considerably reduced. Because the device is 
constructed on a single silicon chip with only small mass involved the 
chip temperature stabilizes within a few seconds. When stabilized, 

the input offset voltage drift is only about 0.2 uV/°C, and the input 
offset current drift is reduced to about 10 pA/°C. The long term drift 
is about 5.0 uV/week. 


Figs.3.8 and 3.9 are the schematics of the inverting amplifier 
of gain Ky and the noninverting amplifier of gain K, respectively. The 


16317 


design of these circuits can be summarized as follows. 


The differential stages were designed to be operated at low 
collector current levels to minimize input bias current, input offset 
current and their drifts. The collector current was set at 100 uA per 
transistor. For this collector current, hee was 400. Since the two 
transistors are matched, the power supply must deliver the total current 
of 200 uA to both transistors, assuming that r e I. A constant current 
source comprising a matched pair transistor 2N2060A was used in the 
emitter circuit; this significantly improved the common mode rejection 


ratio (CMMR) which is proportional to the high output resistance Ro of 


the current source. 
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Low drift dc amplifier of inverted gain Ky. 
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For the circuit of the constant current source as shown, the 
bases of both transistors Qa and Qp are at the same potential. When 
the transistors are located very close together on the same chip (matched 
pair), their properties will be very similar and their collector currents 


will tend to be equal regardless of temperature. 


The QB collector current may be calculated by 


Ue ra tees 5 all be g1AAz9 
75K TSK 75 
« 200 uA as required. 
The Quip collector current is largely independent of temperature and there- 


fore so is the collector current of Qin: 


Once the collector current levels were chosen, load resistances 
determined voltage biases. Collector resistors were chosen to provide 
the desired gain and output dc level within the bias limits for common 


mode voltage swing. The chosen value of collector resistor (R.) was 


R 
25K2. Common mode gain which can be approximated by - Se (where Ro = 
fo) 


output resistance of the current source) therefore should be very low. 
The desired bias was achieved by using a zener diode IN757A to reduce 
the power supply from +15 volts to +6 volts. For simplicity, the 
temperature controlling circuits and pin connections to the integrated 


circuits are not shown. 


: . 
' 
Bail j . a P* ch « ¥: 
; P : ao ri (UD IMbTeHoOo | rt ; f> Sits ; 
; . - x bn thn 
ra an ~ i , } 
: j Jo Dh ope ’ i: eS V 
ui i 
7 ) 
P m ; omte 
2 0 fanot a70fa vasv SSyau — ErIO I 
DMG WS! Pate YY ti } Sars sIFR fSAQ Pe 
“ rs s € " i " 
Hh" c a lpi Vs & 
. atnn tf 
59 «8G an rye Wo 4 em oh 
; 
‘ ; oF 
- e " cat Ties a ¢ 
‘ .+ “= he 2 
, — - - ys am _ ~ ee 
\ -? 
~ 
— 
~ ‘ pr = . ~ r t - 
j ; RS ii } ; JARTIMD . TOSI91 | OR 
> : 
a FS . : ‘- &# . 
‘ *R ; + 3 aL wa? t a) 3 ah a 
c Peay 0 sal tos att aant 
\ ‘ ‘ ‘ = +0. 
7 x 4 ‘ Pisa ~~ eb Tas 
syosetesy tatyeffeo .asenrd spetiov 5B 
chy” ae ee | ete , oa oe r bn as bbe ry q 
|. SGz ry y/ (Sve J INGIUO DF ASP OD hea 
‘ ; ’ eo ‘ : Te Te 
toy: ) to sulsy nozona antl .patwe epatio 
v 
2 
| _ i" ‘ : ~ od - d ’ ’ ‘ r a | 
- YO DSI HI XOVGG l aso dofew sfeo sham nome? 
| : 9 j ; 
ij : R ‘ , en o> es 14+ i ay. +m 4 is > oy oro 3 fi “a 
; «Wi 4 7 , ws vite STOTO NS! J ww fwoe2 IT87 {WD oe ad ae) Song se resy twq Me 
\ ; = 
Subsy oc AVAU! sbhotb vans s oxkoun vd beaver 13h 2 hw zhi bathe an f 
o Ath WJ ANC ww SRO ¥Sfigs yy ait cw (. US veo aD cH cht ee | 9 net 
n k vt q 7 


tel 
~ tie 
ina 


yi tariqmhe 09 of etfow @f+ mov? yfaque rewoq odt 

eek Tiss : : e pt "a 

a ; 

yaC mot 
f ‘yj 


aly / 
Ph 


f 


66 


The input voltage offsets due to unequal base-emitter volt- 
ages in the input transistor pair remained finite for these two circuits 
and could not be tolerated in the experiments. A normal method of 
balancing these dc offsets by using a small trimming potentiometer with 
a resistor network is shown in each figure. The drift from variation 
in the voltage offset due to temperature variation was successfully 


minimized and that due to the supply variation could not be noticed. 
b) Integrator 


The integrator circuit built from a single operational ampli- 
fier MC1439G is shown in Fig. 3.10. The RESET switch was used to set 
the initial condition of the capacitor equal to zero (V=0 at t= 0). 
Adjusting of the dc balancing potentiometer to obtain minimum drift 
when applying zero error input signal to the control circuit would give 


the optimum performance. 


When considering the dc offset and bias current of the 
operational amplifier the output of the integrator consists of two 


components; !/ the integrated signal term and a group of error terms, j.e., 


5 


, 
efhile Ldn i 


where Vie is the input offset voltage, 


Ip is the input bias current. 
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In this equation only Lis and I, are considered as causes 


S B 
of integrator error. The maximum voltage drift rate due to these 


offsets can be found by differentiating the above equation, 


(3.4) 


For the MC1439G operational amplifier!® the typical values 


of ie and I, at Lo = 25°C are 2.0 mV and 0.2 uA respectively. Therefore 


the typical maximum error is 


(| = 20.029 mV/sec (3.6) 
max 


which is very high. Under actual operating conditions there is the 
possibility that ye and I, will be greater than the typical values 
indicated due to other parameter variations such as temperature and 
component aging. The error component due to bias current was minimized 
by increasttaethe capacitance of the feedback element. The capacitor 


used in the circuit was a mylar 10 uf capacitor 100 WV. 
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from the output of 
amplifier K 


MC1439G 


100K 10k 100K 


+15 -15 


Fig. 3.10 
Integrator. 
The long time constant and the desired accuracy required many 
changes in the circuit. The dielectric of the feedback capacitor should 
be polystyrene or teflon which has low leakage current compared to the 


Le The circuit may be modified by employing a matched 


input bias current. 
pair of insulated gate FET's as a differential input stage followed by 
another operational amplifier with higher performance. 


c) Summing amplifier. '/ 


The outputs of the integrator and the K, amplifier were 
finally connected to the input of a summing amplifier. The summing amp- 


lifier consisted of a single MC1741CP internally compensated operational 
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amplifier!” set at unity gain. The circuit is shown in Fig. 3.11. 


from 
integrator K 
71 


K. amplifier MC1741CP 


offset adjust 


Pigvad at 
Summing amplifier. 


3.4.4 Trigger and triac circuits’? 


The basic function of the trigger circuit is to generate the 
pulse signal to trigger the thyristor (SCR or triac) from the off-state 
to the on-state. The position of the pulse signal on a half cycle of 
the supply load voltage depends on the magnitude of the input control 
Signal to the trigger circuit. Once triggered, the thyristor will remain 


conducting for the rest of that half cycle. The average power to the load 
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can thus be controlled efficiently by controlling the conduction period 
of the ac wave. 
The trigger circuit used in this application utilized a 
2N2646 unijunction transistor (UJT) operated as a relaxation oscillator. <2 
The ramp and pedestral contro1<2 was later adapted to the circuit. 
The required thyristor type was determined by the current requirement for 


filament heating. The circuit that was built used a GESC46B triac 


capable of delivering 10 amperes of maximum current. 


The complete circuit is shown in Fig. 3.12. 


The characteristics of the trigger and triac circuits 


In the phase control (conduction period control) process there 
is a time delay in turning on the SCR (or triac) and the percent anode 
to cathode voltage is descreased as a function of time following the 


application of the trigger signal. The delay time ty is shown in Fig.3.13¢" 
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and defined as the time between the 10% point of the leading edge of 
the gate current pulse and the 10% point of the anode voltage waveform. 
The delay time decreases as the amplitude of the gate current pulse is 
increased, but approaches a minimum value of 0.2 to 0.5 u sec. Rise 
time t. is defined as the time required for the anode voltage to drop 
from 90% of the initial value to 10%. Total turn on time is defined 


as ea = ty + th and a typical value is 3 u sec. 


In the present case the transformer contributes an inductive 
component to the load. This inductance may affect the shape of the 
current waveforms, delay characteristics and commutation (turn off 


process) interval. As in the L R circuit the transient current is 


(ine conee!) (3.7) 


z~|=< 


i= 


Higher = t will slow the load current rise time, depress the peak 
currents and widen the conduction interval. The last effect is the re- 
sult of inductive voltage in the load circuit. As the delay angle is 
increased the inductive voltage increases. This additional voltage 
allows the thyristor to conduct longer than the corresponding thyristor 


in a resistive circuit. 


A small time delay also exists in the phase control process 


itself. This is the time required for the capacitor in the UJT circuit 
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to be charged up to the triggering voltage of the UJT emitter. This 
time delay is governed by the time constant = RC in the UJT circuit 


and the magnitude of the control signal. 


The most significant time delay occurring in the control 
process is from the trigger process. This is explained by the waveform 


ape lOees. |e. 


Fig. 3.14 


Load voltage waveform. 


Suppose that the first half cycle has not been turned on. 
If at time t, a pulse is applied to the gate of the triac, the latter 
turns on after a finite time as previously described. Suppose now that 
half cycle has then been partially turned on as shown. Then a next 
trigger signal originating at ty has to wait at least 5° ty seconds to 
turn on the next half cycle, corresponding to the position of the 


trigger signal. This time delay is not constant but it will vary between 
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0 and og or =~ 8 milli seconds where f is the power line frequency. 


This time delay is large enough to create instability or 
severe nonlinearity in the control system with a quickly-responding 


controlled quantity. 


Furthermore, once the triac is turned on, it stays on for 
the rest of that half cycle, and the system becomes unregulated for 
that time period. However, the controlled quantity in this case is temp- 
erature, which has a long time constant when compared to the switching 
frequency of the triac. As a result of the long thermal time constant, 
the system may still be approximated by a linear continuous model suit- 


able for the regulation of target temperature. 


3.5 Form of the transfer function of each block 


3.5.1 Comparator 


The behaviour of the comparator is governed by the transfer 
function of the electrometer, of the potentiometer attenuator and by 


the transfer function of the recorder including the bridge circuit. 


In normal operation the attenuator potentiometer was adjusted 
to display 13 mV thermocouple emf, corresponding to the maximum temp- 
erature of about 1200°C, on 60% of full chart. Let the dc gain of the 
recorder combined with the attenuation of the potentiometer be A,. Also 
let the normalized transfer function of the electrometer and the recorder 
be G(s) and G(s) respectively; therefore all elements can be represented 


in block diagram form as shown in Fig. 3.15. The frequency response of G(s) 
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and G(s) will be determined in the next chapter. 


reference R 
input 


error signal to 
controller 


Vib thermocouple emf 


as ly NS ll 


Block diagram of the electrometer and recorder. 


Full chart recording time corresponds to 5 minutes approx- 
imately. This is the time required for the synchronous motor to drive 
the reference potentiometer a full 10 turns. When the control system 
Operates, the slider of the feedback potentiometer (right arm of the 
bridge) has to follow the slider of the reference potentiometer to main- 


tain the bridge output voltage (error signal) near zero. If only 60% 


of full rotation is used the ramp speed will be increased to Any 
: ° sa < Smm 
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a smaller percentage of full rotation of the recorder potentiometer is 
used, however, the attenuation of the attenuator potentiometer must be 
increased. This will result in the total gain Ar being decreased. 
Compensation must be provided for this by increasing oy and/or amplifier 
gains Ky» Ko. 

3.5.2 Controller 


The transfer function of the controller was previously 
established as : (K, + +): Amplifier gains K, and K. are constant in 
the normal frequency Sis of interest (less than 1 KHz). The block 
diagram of the control circuit including the amplifier offsets is drawn 


in Fig. 3.16 
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Block diagram of the control circuit 
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where Ny is the offset at the integrator input, 
No is the offset of the summer and amplifier Ko. 


Both Ny and No are approximated to be constant. 


3.5.3 Trigger and triac circuits 


The gain of the trigger and triac circuits may be expressed as 


-S 
output current (amperes) _ : -@ tb 


f 
input control voltage Ye 


The time delay t in the expression varies between 0 and 8 ms. The 
time constant T represents 5 for the inductive portion of the filament 


transformer load. 


To find the steady state gain of the circuits a variable dc volt- 
age was applied to the circuit. The output filament current was then 
measured. It was found that the circuit had a small insensitive region 
at low input signal eg but this could be minimized by adjusting the 


gain of the circuit which also set the initial output current. 


The data plotted in Fig. 3.17 show a linear relation between Ve 
and Ie. The straight line has slope of 0.521 Amps/Volt. 


The block diagram of both circuits can be shown as in Fig. 3.18. 


3.6 Block Diagram Representation of the Control System 
From the curves of Ven vs. I, and I, vs. es the nonlinearities in 
the normal operating region (I, = 2 to 3.5 amperes) are quite small. 


The system therefore may be linearized so that linear analysis can be 
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Pig. 3.18 


Block diagram representing the trigger and triac circuits. 


applied. The slopes of these curves about certain operating points can 
be regarded as constants that were calculated before (Chapter I and 


previous section 3.5). The linearized system is then as shown in Fig.3.19. 


The variable parameters in this system are AR? Ky» T. and K, 
which have to be set to meet the specifications as outlined in the last 


section of Chapter I. 


In the next chapter, frequency response methods will be used to 
obtain all necessary details of the complete system characteristics. In part- 
icular, the system parameters are adjusted by use of Bode plots to obtain 


the desired performance. 
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CHAPTER IV 
ANALYSIS AND DESIGN 
4.1 Introduction 


This chapter will present procedures in the analysis, design and 
compensation of the system to meet the specifications. The approach 
used in this chapter is based on the frequency response method as 
represented by Bode fadrane In this method, the steady state res- 
ponse of the open loop transfer function to a sinusoidal input is repre- 
sented by two separate plots: one is a plot of the logarithm of the 
magnitude of the sinusoidal transfer function, the other is a plot of 
the phase angle; both are plotted against frequency on a logarithmic 
Scale. The system behaviour is determined and the design is carried out 
via frequency domain techniques. The transient response behaviour was 
considered in terms of frequency domain specifications such as phase 
margin, gain margin, resonant peak value and bandwidth. The analysis 
and design in the frequency domain is therefore indirect because the 
system is designed to satisfy the frequency domain specifications rather 
than the desired time domain specifications. However, the frequency 
response plot indicates clearly the manner in which the open loop transfer 
function should be modified or adjusted to obtain the desired transient 
response characteristics. After the open loop transfer function has been 
designed by the frequency response. method, the transient response character- 


istics have to be checked to see whether or not the designed system 
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satisfies the requirements in the time domain. If it does not, then the 
design transfer function must be modified and the analysis repeated 
until a satisfactory result is obtained. 


Wal) also be used to show the contributions 


The root locus method 
of each open loop pole or zero to the system behaviour. In this method, 
the locus of roots of the characteristic equation of the closed-loop 
system, as the gain is varied from zero to infinity, is plotted in the 
S plane. The position of the closed loop poles for a specific gain of 
the open loop transfer function may be approximated, and the character- 


istic of the transient response of the closed loop system may, therefore, 


be determined. 


The next section will show the results of the frequency response 
test in which the frequency response of each component in the control 
loop was determined experimentally and finally combined. The 
resulting frequency response indicates the manner in which various 
parameters of the controller should be adjusted to obtain stability and 
meet the required specifications. This is done in section 4.3. Later, 
the system is compensated to maintain the stability at higher values of 
gain as illustrated in section 4.4. The final section(4.5) will discuss 


the effect of the inexact cancellation of one pole of the thermal plant. 


4.2 Determination of the Frequency Response 


The frequency responses of the following components were determined: 


a) Recorder including electrometer and attenuating potentiometer. 
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b) Trigger, triac circuits and the thermal system (filament, 


target and thermocouple). 


4.2.1 Experimental procedure 


A General Radio Type 1305-A low frequency signal generator was 
used to obtain the frequency response of two sets of system components. 
The generator frequency was variable from 0.01 Hz to 1000 Hz. Two 
outputs were available from the generator. The phase of one output 
with respect to another fixed reference output was variable. The phase 
shift adjustment on the generator was calibrated in degrees. To obtain 
the frequency response of a system component, the generator, the 
oscilloscope and the component under test were connected as shown in 


Rigs “414 


In finding the frequency response for both component sets a) and 
b) the sinusoidal signal was superimposed on a dc bias signal at 
Suitable level and then applied to the system components as mentioned. 
The gain and phase shift through the system components were measured 


by means of the oscilloscope as the input frequency was varied. 
4.2.2 Results 


The Bode diagram of the recorder and electrometer with VA set at 
6 volts is plotted as shown in Fig. 4.2. The attenuation from the 
potentiometer setting (= 16.08 db) is to be subtracted from the recorder 
gain. The frequency response of the electrometer at a gain of 1 is 
flat (within 3 db) throughout the frequency range from dc to 50 KHz. 


Therefore the frequency response obtained effectively is that of the 
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variable phase input 
to horizontal axis 


a 


oscilloscope 
displaying Lissajous 


oscillator 


system component 


Fig. 4.1 


Instrument set up for frequency response test 
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recorder only. From these plots the transfer function of these three 


components combined is 


gw 227x(40n)*x140nxe7 “O08 
r SoS e ee 


(4.1) 


15.79x108 x @7 1005s 


(s+125.66)* (s+439.82) 


Parts of the response curves at higher frequencies which could 
not be found experimentally were interpolated and are shown as dotted 
lines. Another Bode diagram for the trigger-triac circuits and the 
thermal system combined is shown in Fig. 4.3. It was found that the 
trigger-triac circuits contribute nothing to the shape of phase response 
curve within the measurable range of frequency response (< 5 Hz). Both 
response curves generally agree with the linearized second order trans- 
fer function as derived in Chapter II, but without time delay effects, 
in the measurable frequency response. The dc gain and the -positions of 
poles, however, are different because a new target and filament had to 
be used for this test. Any change made in these elements will usually 
result in the transfer function of the thermal system also being changed. 
From the frequency response curves the normalized transfer function is 


found to be 
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Pears Fe 2825 S 
K StceuMeUSt Ls tay ; 
where the suffix P refers to the plant. The dc gain during the experiment 


was found to be approximately ax1073, 
The block diagram of the complete system is shown in Fig. 4.4. 


The frequency response curves from Fig 4.2 and 4.3 are added 
together, yielding the total response of elements from the trigger circuit 
forward to the recorder. The results are shown in Fig. 4.5. The response 
curves have the essential characteristics of the thermal system itself. 
The instability is mainly caused by the presence of the recorder which 
increases the order of the system by two. However, the forward gain 
can be increased up to 53 db (=gain at 446.7) before the system will 
become unstable. The transfer function of the combined curves is found 
to be 


pei ce ee 


G(s) G iki os ce A ee 
(s+.25)(st+1.13) (s+125.66)° (st+439.82) 


r P 


4.3 Adjustment of Controller Gains 


The open loop transfer function of the system is 


x10? xe7 0055, beth Tic 
G(s) G(s) G(s) = 6(s)H(s) = 28310 >e SATA 


3 5 (s+.25) (st1.13) (st125.66)°(s+439. 82) 
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The presence of the pole at the origin from the integrator creates 
the stability problem. By looking at the frequency response in Fig. 
4.5, only a value of gain K. as small as 10 will result in negative 
phase and gain margins if the zero in G(s)H(s) is not properly located. 
This will bring the system to instability even at very low forward gain 
and the system becomes useless. Therefore the zero at s = - zi must 
be carefully placed such that it cancels a pole either at s = 0 or at 
s = -.25. In order to maintain the integrating effect of the controller, 


the pole at s =-.25 should be cancelled; thus 


Ese (4.4) 


The compensated open loop transfer function after cancellation is 


therefore 


5 -.005s 


17.83x10° xe x K 


2 


a = pevdh eae (4.5) 
s(s+1.13)(s+125.66)° (s+439.82) 


G(s)H(s) 
The Bode diagram of the open loop transfer function for Ko =] is 


plotted as solid lines in Fig. 4.6. 


The steady state errors due to the reference input and the amplifier 
offsets are considered as follows. 

a) Steady state positional error to the ramp function input 

If this error is to be kept less than .05 volt per volt/sec (i.e., 


5 #/sec) of the final output velocity, then 
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_ output velocity ge 0 

Ky Steady state error ay. (4.6) 
= Sle 20 sec 

05 
and also 

_ lim 

Sas “aq G(s)H(s) (4.7) 

S$. 17 eelO mer oe x K 


s>0 2 ; 
S(s+1.13)(s+125.66)° (st439.82) 


See as 


This implies that .227 K 20S Or K Shei. 


Wee ee 


K 
Therefore — > .25x28.1 or >. 22.03 depending on K,. 
ae 


b) Steady state errors due to amplifier offsets 
From the block diagram in Fig. 4.4, the closed-loop transfer 


function _th in the absence of V,, N. is 
Ny Roane 


Ven(S) | 1:13x107> oe ; 
Nats)or St Ae ae a ee ee ey 
] T,s(s+.25)(s+1.13)+ 17.83x10~ xe (K,+K,T;s) 


(s+125.66)°(s+439.82) 


Hence the steady state error due to a step offset of magnitude Ny 
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is 


-3 N 
egg (Ny) = lim s. sae oe ee rm 5 -.0058 = 
s+0 T,S(s+.25) (st+1.13)+ 17.83x10° xe ° (K,+K,T.s) 
2 |="21 
(s+125.66)° (s+439.82) 
Ny 
The steady state output due to offset Ny is then 
te 
Cos = -e., (Ny) = 227K, ° (ae) 
The magnitude of N, is usually less than .2 volt and from this 
equation Ny is uSually minimized by a large gain from the recorder 
( = 227). 
In the same manner, the steady state error due to a step offset 
No can be found as 
* art 1.13x107 Tis No 
4 US) GIRLIE SER sa Seerece Serene =e ee eee en Le bess 
s+0 T,S(s+.25) (st1.13)+17.83%10 e- (K,+K,T,s) 
(4212) 


Thus the steady state error due to offsets of the amplifier having 
gain Ko and of the summing amplifier which do not pass throuch the 


integrator will be zero. In the transient state where these offsets have 
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some contribution to the error signal, they are still negligible when 


compared with the error signal due to the reference input (Vp) itself. 


The amplifier drift is not a serious problem because of its 
equivalent rate of rise being small compared to the speed of the ramp in- 


put. 


For a satisfactory transient response performance, the phase margin 
should be between 30° and 60° and the gain margin should be greater than 
6 db.“'From the Bode diagram plotted in Fig. 4.6 the value of gain K, 
at 2 db will give a phase margin equal to 30° but from the requirements 
for steady state error, Ko must be at least 88.1 or 38.9 db. At this 
value of gain Ko the phase and gain margin are approximately -14° and 


-l14db respectively. These indicate that the system is unstable at this 


gain setting. 


In order to meet all the system requirements and to maintain 


Stability, phase lead compensation was introduced. 


4.4 Phase lead compensation network 


The phase lead network was designed?! 


based on the value of Ko of 
100 or 40 db. The desired phase and gain margin are 30° - 60° and 

> 6 db respectively. The transfer function of the network as represented 
by the Bode plots was adjusted to compromise between the desired 
specifications and gain loss by the attenuation of the network. The 


design yields the transfer function of the network as 


_ St(2nx2) ... StIBS7 
G(s) a eal ~ $4314.16 (4,13) 
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The attenuation is <- or 04. 


The network was inserted into the feedback path between the electro- 


meter and the attenuating potentiometer as shown in Fig. 4.7. 


The gain of the electrometer was set at 100 at which the frequency 
response was 0 - 1 KHz. The bandwidth was still wide such that its 


gain remained constant for the whole operating frequency range (<10 Hz). 


The transfer function of the network is 


¥V_{s) R! R, Cst] 

Se ne (4.14) 
Vals) Ry#RTD * RAR'S s+] 
RHR", 
1 
= ] (4.15) 
s + 
aR, C 

where R's, s Ry // (input resistance of the recorder and resistance 


of the attenuating potentiometer), 


a= RoR ° (4.16) 


C was initially chosen as standard value of 1 uf, 
therefore Ry = —~—— = 79.5K 
10 ~x4n 


and R's = .3.32k. 
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The input resistance of the recorder is approximately 340 2. 
Ro was chosen as IM2. This will allow the adjustment of the attenuating 
potentiometer to be made to obtain the required input signal to the 


recorder. 


The Bode diagram of the compensated system is plotted in dotted 
lines in Fig. 4.6. From the response curves the gain cross over frequency 


is at f = 3.4 Hz, the phase margin is +34° and the gain margin is +12 db. 


4.5 Pole Shifting 


Higher target temperatures will have the effect of reducing the 
time constant t, Of the heating process as expressed by equation C2020)9 
The pole of the thermal plant nearer to the origin will move away from 
the origin, which will result in the cancellation of this pole by the 
zero from the controller becoming inexact. The root locus in this case 
may be shown as in Fig. 4.8 but without the compensation network. In- 


K 
creasing gain Ky of the controller will move the zero at - phe towards 
j 


the origin. The pole at the origin due to the integrator oh be more 
effectively cancelled by this zero. The controller will then behave 

as a proportional controller having gain Ky with only a small integrating 
effect. From the Bode diagram in Fig. 4.5, without the integrator, 


the forward gain can be increased up to 400 before the system becomes 


unstable. Therefore Ko can be increased up to 


400 400 
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jw 


poles of the 
plant 


-439.8 


7125206 


moving pole 


Fig. 4.8 


Root locus of the system. 


before instability sets in. Thus the controller has another operating 


condition as follows: 


0< K, < 440, 
Ky 

per. 7.0% 4.17 
KT, ( ) 


j.e., the controller being mainly proportional and only slightly integral. 


If the above condition is satisfied and gain K. is sufficiently 


high then the output will follow a ramp input with a small deviation 


i ae Y 


2 


100 


(depending on K) from linearity in the time interval and temperature 
range of interest. The long time constant of the thermal plant also 


helps to reduce this deviation to a smaller amount. 


With the designed compensation network, the gain Ky can be in- 
creased further to a very high value before the instability starts. 
From the interpolation curve in Fig. 4.5, the marginal value of the 


forward gain is 90 db or 3.163x10" corresponding to Ko of about 3.48x10". 


The next chapter will illustrate typical step and ramp responses 
obtained from the actual system. These results will be compared to the 


specifications as set for the system. 
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CHAPTER V 
RESULTS OF TEMPERATURE CONTROL 
5.1 Introduction 


This chapter will show the results of experiments carried 


out on the designed system, and will compare these against the specifications 


set for the system. Some other relevant characteristics of the control 


sytem will also be discussed. 


5.2 Step Response 


The output temperature change as a function of time in 
response to a step of input voltage was obtained by setting the reference 
potentiometer at a predetermined position corresponding to a required 
output temperature. The power to the control system was then turned 
on and the step response of the compensated system was recorded as 


Shown in Fig. 5.1. 


The transient performance of the controller may now be 


investigated. The temperature rises from room temperature (~25°C) up to 


the final temperature of approximately 1000°C with the following specifications 


a) Delay time, ty : In this case the delay time is the time required 
for the response to reach half the final value. By measurement, ty fe 
lefaSec, 


b) Rise time, th The time required for the response to rise from 10 to 
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90% of its final value is = 3.4 sec. 

c) Settling time, t. : The time required for the response to decrease 

to and stay within 2% of its final value is = 14 sec. 

d) Maximum overshoot, Mp : The maximum overshoot is =~ 5.4% corresponding 


to a damping ratio of — = 0.7. 


According to the required specifications, th < 5 sec and 
Mp < 5%. These requirements conflict with each other. The maximum 
overshoot and the rise time cannot be made smaller simultaneously. 
However, the results obtained are quite acceptable and represent a 


reasonable compromise. 


5.3 Ramp Response 


The linear temperature time curves or the ramp function re- 
sponses of the compensated system are shown in this section together 
with their time functions in the form of T = a+ bt. Fig. 5.2 a) to 
g) show the ramp responses of the system as designed previously. Fig. 
5.3 shows the ramp responses of the system with parameters Kis Ko and 
T. adjusted for the second set of operating condition as described in 
section 4.5. These conditions were Ko = 400, K, = 150, T. = #0 for 
which the controller behaves as a proportional controller with only a 


small integrating effect. 


In Fig. 5.2 the steady state error signal (Ve) is fairly 
constant and less than 2 mV, implying that the thermocouple emf output 
differs from the reference input by less than Soo mW in the steady 


State. This corresponds to the constant positional error in temp- 
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Thermistor bridge calibration curve. 
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erature of less than 5°. However, at high temperatures near the 

target melting point this error is slightly increased due to the higher 
rate of heat loss. The linearity is also degraded when the input 

ramp speed is higher because the transient response affects a larger 


portion of the curve. 


Figs. 5.4, 5.5, and 5.6 show the error signal, filament 
current and bombarding electron current respectively for a ramp input 
Signal. These curves confirm the validity of the assumptions made in 


the analysis and also show the system performance. 


5.4 Accuracy and Errors in the Measurement of Temperature 


The best accuracy obtained from the thermocouple emf reading 
by means of the digital meter (DANA 3800) is .1lmV which corresponds to 
a temperature difference of about 15°C. This means that the temperature 
reading is qeeirate within + 15°C as far as the digital meter is concerned. 
In addition to the direct thermocouple errors resulting from its own 
limitations in this kind of application, another cause of error is 
the reference junction becoming hotter during the heating period. Close 
to the final temperature this error is quite large. Within the heat- 
ing period of 3 minutes the temperature at the reference junction was 
found to rise up to 45°C as measured by the thermistor bridge circuit. 
The thermistor bridge calibration curve is shown in Fig. 5.7. This temp- 
erature rise corresponds to a thermocouple emf reading of +.136 mV. 
Therefore at the target temperature of 1200°C the thermocouple emf should 
be 13.051 - .136 = 12.915 mV but not considering other errors. The 
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increase in the reference junction temperature depends linearly (to a 
first approximation) on heating time period and the intensity of heat 

at the target and filament. Hence, for a long heating period, this 
error will be sant nee and the temperature-time output for a ramp 

input will not be linear at high temperatures. It is then apparent that 


constant temperature control cannot be obtained over long time periods. 
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CHAPTER VI 
THE STUDY OF DESORPTION SPECTRA 
6.1 Introduction 


This chapter demonstrates some of the desorption spectra obtained 
by using a linear time temperature schedule as described in the previous 
chapter. Some of these results will then be compared with those obtained 


by Burch?. 


6.2 Apparatus 


In the present work the same ion beam generator and the same 
configuration as described by Burch were used to bombard a clean stain- 
less steel target with measured doses of helium and argon ions within 
the energy range of 100 to 800 ev. Following bombardment the chamber 
was evacuated and isolated and the target temperature was raised at a 
known rate. The rate of pressure change caused by the desorption of the 
trapped gas was recorded by differentiation of the output signal from 
an AEI "Minimass" mass spectrometer tuned to the mass number of the inert 


gas. 


The differentiating circuit as shown in Fig. 6.1 consists 
of a noninverting FET dc amplifier set at a gain of 100 followed by a 


low noise differentiator circuit. 


Two matched, general purpose silicon JFET's, type MPF111 


were used in the amplifier. The current source, comprising two 2N3904 
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transistors as shown, delivered about 400 yA. One transistor connected 
as a diode acted as a zener device to partially compensate for variations 


with temperature of the other transistor's base-emitter voltage. 


6.3 Experimental Method 


The bombardment-desorption sequence involved the following 
experimental steps: 

1. The target was cleaned by heating by electron bombardment 
up to 1200°C. 

2. The chamber was evacuated to a background pressure of 
5 x 107° torr. 

3. The chamber was isolated and an inert gas was admitted to 


> ahd:4 107° torre 


the system to a pressure between 1 x 10- 

4. The clean target was bombarded at the selected ion energy 
and the target current recorded in a specified time period. 

5. Following bombardment, the chamber was evacuated to a 
pressure of less than 5 x 10° !9 torr with the mass spectrometer now turned 
on. 

6. The chamber was again isolated, the target heated at a 
linear rate as controlled by the circuits described in this thesis and 


the time derivative of output from the mass spectrometer was recorded 


during the heating period, generating a desorption spectrum. 
6.4 Results 
6.4.1 Desorption Spectra 


The desorption spectra obtained for incident ion energies of 
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100 to 500 eV for helium are shown in Fig. 6.2. The heating rate is 
6.83°K/sec. from room temperature up to 1200°C approximately. Figure 
6.3 shows desorption spectra of the same gas of incident ion energies 


600 - 800 eV but the heating rate is slightly changed to 7.12°C/sec. 


Two desorption spectra for argon at incident ion energies 
of 200, 500 eV with heating rates of 5.25°C/sec are shown in Fig. 6.4. 
Another spectrum at an energy of 800 eV with a heating rate of 6.7°C/sec. 


is shown in Fig. 6.5. 


In all cases, the incident ion current was constant at Packets 


amperes throughout a 5 minute bombarding period. The target area is 


eeeo cm, hence the number of incident ions by measurement is 


-7 : 
1, 5x10 1 
n(meas) = x x 60x5 
SPL waa: 
seirasxi0! — jons/cm@ 


. e J J 2 
However secondary emission reduces this to a value 


n(true) = pimeas) (6.1) 
= 0.8n (meas) (6.2) 
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The desorption spectra in Fig. 6.2 contain many distinct 
peaks which show pronounced variation with increasing energies. At low 
energies =~ 200 ev there are 5 individual peaks. For ease of identification 
and comparision with previous work, these peaks are labeled O12 Ap» Ags 
n and g in order of increasing temperature. The first three peaks 
are very wide and the 04 peak is visible only at ion energies of 100, 
200 ev at 150-160°C. The On peak can be noticed up to an ion energy of 
500 ey at 395-405°C. 


The population of a3 is much higher than that of On but is 
found to decrease and maintain the same magnitude in spectra taken beyond 


300 ev. This peak occurs at 590-600°C. 


The n peak appears clearly in the 200 ev spectrum at 655-660°C 
but seems to contribute only slightly to the total gas desorption 
spectrum. It gradually decreases in magnitude and disappears in the 


600, 700, 800 ey spectra. 


The 8 peak is the most dominant peak in all desorption spectra 
and is found to shift from 765-775°C to 805-815°C in going from the 100 ev 


to the 500 ev spectra. 


Fig. 6.3 shows the effect of increasing ion energy with only 
a Slight increase in heating rate. Only two distinct peaks Oe and 8 can 
be noticed. It is found again that the positions of the Oe peaks are 
the same at 600-610°C but g peak shifts slightly from 850-860°C to 


870-875°C. These two peaks eventually decrease in amplitudes for higher 
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ion energies as observed in the 800 eV spectra. Higher ion energy gas 
will be trapped more deeply below the surface and will require a higher 
energy for release. It can be seen from Fig. 6.3 that most gas is 
desorbed at higher temperatures. This also corresponds to the temperature 


shift that g exhibits for progressively higher incident ion energies. 


The shape of the desorption spectra can be used to determine 
the order of the desorption reaction’. For a first order case the 


peak shape is expressed by 


N 
InlyP] = RLF - i + oa - expl- RF - me (6.3) 


where No = the rate of desorption at Ty 


= maximum desorption rate. 


This equation shows that for first order reactions ‘the de- 
sorption rate curve is asymmetric about Th: 


For the second order case 


weet cexpt- EL - y+ Dy? expl- St yn? (6.4) 
p p p 
when (L) + 1, then 
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Thus the desorption rate curve is symmetric about the maxi- 


mum at T. f -T : 
at T, for |T p| smal] 


Using appropriate sweep speeds for the linear temperature- 
time schedules,as described in the previous chapter, will give good 
resolution and the symmetry of these peaks may be clearly distinguished 
simply by visual examination. The desorption spectra obtained were 
examined by use of this fact and only theg peak was found to be symmetric. 
The a-group peaks are asymmetric and too wide. The n peak is rather small 
and likely to be symmetric if it is not masked by Og and 8 peaks, 


however the other properties incline to those of the a group. 


From the information discussed so far it can be summarized 
that for a group peaks the activation energies (which are functions of 
tT) are independent of ion energy and their shapes are asymmetric. Those 
for the 8 group appear to increase with incident ion energy and their 
Shapes are symmetric. The n peak behaves midway between the a and 8 
groups. Thus it will be concluded that the a group peaks are first order 
processes and the g peak is a second order process. The processes 
governing the gas desorption in the n peak cannot be characterised by 


visual examination alone. 


6.4.2 The determination of activation energies 


The activation energies for a group peaks may be calculated 


from equation (1.4): 
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Vea 
tet aging!) - 3.64 (1.4) 
RT b 
p 
Walk 
Then E = RTALIn a eran (6.6) 
a 10!3+ | 
= 1,986x10°°>T [In ——?-3.64 ] k cal/mole (6.7) 
or in electron volts : E(eV) = EtKcal emote) (6.8) 
Redhead 3 has shown that 
Oo 
| Chest CLL aie nal (6.9) 
Sm n=I en=2 


where a the coverage at the start of the temperature 
sweep, 


p = the coverage at temperature Th: 


Q 
! 


The initial surface coverage can be obtained by measuring 
the area under the desorbtion rate curves, 7.e., 


oo 


cae ui Ndt (6.10) 
0 


Using basic desorbtion rate equations and the approximation 
io} 
for -. it was shown for the linear sweep case that 
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2 
eN_RT 
Sache PP TOn na! 
0 
D (onat) 
AN RT 
= 5p eis eh ere 


Therefore at the same Ty and the same peak the activation energy obtained 
from the first order calculation (Ea) and that obtained from the second 


order calculation (Eg) will have the ratio 


Eat 
Ea e 
Fe = * Ea (6.12) 


Hence the activation energies of the 8 peaks can be calculated 
from equations (6.7) and (6.12). If gas desorbtion from the n peak can 
be regarded as a first order reaction process, the activation energy 


can then be found from equation (6.7). 


The results from the calculation are tabulated below: 


Results from Helium Desorption 


Peak qT Activation Energy 
(approximated in°C) (kcal/mole) (ev) 
04 155 26 Lai 
Oo 400 41.3 1.29 
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Peak qh, Activation Energy 
(approximated in °C) kcal/mole eV 
765-815 95.35-99.25 4.14-4.32 (Ion energy 
100-500ev ) 
B 
850-875 103.1-104.9 4.47-4.55 (Ion energy 
600-800 ev) 


In the high temperature region gas is continuously desorbed 
from many sites of different desorption energies. These small peaks with 
no gap between them make the analysis rather difficult and uncertain. 

For higher incident ion energy most gas desorbes from this region and 


the desorption rate will stay high until the target is melted. 


The same phenomenon appears in the argon desorption spectra 
as shown in Fig. 6.4 and 6.5. By carefully examining these three desorption 
Spectra some dominant peaks can be labelled as a‘, a", a'", and g'. 
Only the first two peaks appear in the low ion energy (200 ev) spectrum. 
The next peak (a''') arises in the spectrum for 500 ev ion energy and 
eventually all four peaks appear in the spectrum for 800 ev ion energy. 


Some additional peaks also appear between oa group peaks. 


It is interesting that the a group peaks and g' peaks in the 
argon desorption spectra correspond to those for the helium desorption 
spectra. This agrees with the observation! that the activation energies 
are the same for all gases, suggesting a release mechanism determined 
by the thermal behaviour of the lattice rather than of the trapped 


particle itself. It may be checked here by calculating the activation 
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energies of different peaks when the orders of reaction are known from 
the corresponding helium desorption peaks. The results are tabulated 
below: 


Results from Argon Desorption 
i 


Peak _p Activation Energy 
(approximated in °K) kcal/mole ev 
a! 460 Lone 1.22 
a 639 38.5 Ve67 
a hee 819 Bi ie 
n' 943 58 .6 2.54 


B' 1108 101.5 4.4] 


It can be seen that the calculated activation energies given 
above agree with those obtained from helium desorption spectra within 
experimental error. 


Another distinct peak appears between a" and a'" peaks in 
Fig. 6.4 approximately at 718°K and has the activation energy 44.6 


kcal/mole (1.94 ev). 


It should be noticed that the resolution of the argon de- 
sorption spectra at low ion energy is rather low compared with helium 
and higher ion energy must be used to clarify all peaks. The reason 
for this concerns mass and radius of the trapped gas atom. The helium 


atom, having small radius and mass will have deeper penetration for a 
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given ion energy. 


6.4.3 Comparison to previous results by Burch® 


Most results from this work agree with those obtained by 
Burch. However, more peaks are found both in helium and argon desorption 


Spectra and the activation energies for the g peaks are different. 


Each peak can be compared by the order of the reaction and 


activation energy as follows: 
present peak : Oy [A | og | on B 
peak found by Burch: Oty Seo rad B 


The activation energies for a-group peaks and the n peak are 
in the same range but those for g peaks as calculated by Burch are 
between 2.98 to 3.08 ev while the values from the present work are 
between 4.14 - 4.32 ev for the same range of ion energy (100-500 ev). 
Different methods of calculation and different target configurations 


probably cause differences in activation energies. 


‘ te 
‘ i,’ a 
Bad 
&t ite 
oO 
: 

. 
ye 
Sait 

a th 


a as 


2 


o 


prone not ete re 


ee ou 


} 
—— 


2yvotVvetg O3 noet’ AGM mod €. Z a 


> 
‘| Tos - 4 ala — 
by vn | ' J b 4 vs ‘ Poe 
/ = : 


etacg evo ,YoveWwOH . 


: f - 
Sq N69 7 15. 8 hid 3 
‘ 
ateaus 
cr? - Vawagem wit , "4 
WwOLIOT | p1sns ROTIEVE? 26 


oa | 


Ls) 


CHAPTER VII 
CONCLUSIONS 


7.1 Summary 


The work reported in the preceding chapters of this thesis 
can be summarized as follows. A proportional plus integral temperature 
controller was built for the linear control of the temperature rise of 
a Stainless steel target from room temperature up to the melting point. 
Successful attempts were made to limit the number of complicated 
components in the construction of the controller while maintaining its 
efficiency and accuracy as required in this application. The solution 
resorted to some mechanical arrangement of the available potentiometers 
which become the most valuable parts of the controller and simplify all 
delicate work. Thus the design of the controller is electromechanical 
in nature. At least one high performance ramp generator and a summing 


amplifier with inherent drifts and offsets were eliminated. 


The controlled thermal system appeared to be a nonlinear 
system mainly because of the associated radiant heat gain and heat loss 
from the target. The behaviour of the thermal system, as described by 
some complicated expressions, showed that the position of one pole of 
the thermal system depended on the actual target temperature. To avoid 
any difficulty in dealing with these nonlinear solutions, a linearizing 


method was introduced and the thermal system was approximated as a linear 
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second order system. Therefore, the entire system could be analysed 


and designed by using only basically linear techniques. 


Stability of the system was obtained by cancellation of 

an unwanted pole in the transfer function of the system. After doing 
So, the Bode plot showed that the phase and gain margin of the system 
were very small. To keep the steady state error of the target temp- 
erature to a small TERA the controller gain had to be increased, again 
causing the system to be unstable. A phase lead compensation network 
had to be introduced into the feedback path to increase the stability 
and improve the system performance. The results were better linearity 
of the output temperature, no noticeable overshoots, greater overal| 


system stability. 


Many unavoidable errors in the temperature measurements are 
pointed out. These errors were due to the rapid deterioration of the 
thermocouple under the particular conditions of use, and the increase of 
the reference junction temperature during each run. When the control 
system was operated over a normal time period (3 minutes) of one run, 
the error due to the latter cause was small and of the same magnitude 


as the error from the measuring instrument. 


To demonstrate the application of the controller and to study 
the gas adsorption from the surface of stainless steel (type 304) commonly 
used in vacuum system manufacture, some helium and argon ion desorption 


Spectra for different ion energies were obtained. The results revealed 
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that the activation energies obtained from the desorption spectra for 
both trapped gases were in the same range. This shows that the 


activation energies are the properties of the material itself. 


Generally most results agree with those obtained by Burch. 
The a-group peaks are first order reactions, the g peak is a second 
Order reaction process while the n peak falls between the a and 8g 
characteristics. The activation energies for the a and n peaks in both 
this and Burch's work are within the same range but for the g peak the 


present values, as calculated by the method described, are higher. 


7.2 Suggestions for Further Work 


Considering the designed controller, better performance may be 
achieved by replacing all moving parts with electronic circuits specially 
designed for this purpose. The electronic controller will be more 
accurate, have better overall frequency response and be capable of 
controlling a faster rate of temperature rise. The integrator and 
summer should be modified such that the drifts and offsets which create 
additional errors are minimized. The target and filament configurations 
should also be modified so that heat transfer by the electron bombarding 
process is much more effective resulting in the effective gain of the 
thermal system being increased. This may also require another high 
voltage power supply capable of delivering more current at higher voltage. 
To implement the suggested improvements, the ultra high vacuum chamber 


may also have to be modified to prevent breakdown between the filament 
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current supply leads and the chamber. 


Further useful information on surface properties of various 
materials may be obtained by performing different desorption tests 


using the facilities provided by this linear temperature controller. 
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